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Abstract. We propose a new approach for efficient detection of terahertz (THz) radiation in biomedical imaging
applications. A double-layered absorber consisting of a 32-nm-thick aluminum (Al) metallic layer, located on a
glass medium (SiO2) of 1 mm thickness, was fabricated and used to design a fine-tuned absorber through a
theoretical and finite element modeling process. The results indicate that the proposed low-cost, double-layered
absorber can be tuned based on the metal layer sheet resistance and the thickness of various glass media. This
can be done in a way that takes advantage of the diversity of the absorption of the metal films in the desired THz
domain (6 to 10 THz). It was found that the composite absorber could absorb up to 86% (a percentage exceeding
the 50%, previously shown to be the highest achievable when using single thin metal layer) and reflect <1% of
the incident THz power. This approach will enable monitoring of the transmission coefficient (THz transmission
fingerprint) of the biosample with high accuracy, while also making the proposed double-layered absorber a good
candidate for a microbolometer pixel’s active element. © 2015 Society of Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10
.1117/1.OE.54.6.067107]
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1 Introduction
Much research focuses on the terahertz (THz) frequency
region, which lies between the microwave and the infrared
electromagnetic spectra, ranging from ∼0.1 to 10 THz. This
region remained unexplored until the last decade due to the
lack of sufficiently compact and efficient sources and detec-
tors. However, new, promising THz applications, including
biomedicine, homeland-security, telecommunications, and
astronomy, in conjunction with the considerable technologi-
cal progress in electronics and optics, have spurred the devel-
opment of reliable THz components.
THz imaging for biomedical applications has been a trend
recently. THz radiation is classified as nonionizing, thus is
harmless to biological tissues. Moreover, vibrational and
rotational spectra of biomolecules lie in the THz frequency
region, giving a distinct THz fingerprint.1–4 These two prop-
erties make THz radiation very appealing for biomedical
applications. THz imaging and sensing techniques are
already used at medical centers for cancer and burn diagno-
sis.5–8 In addition, THz imaging appears particularly suited
for examining skin abnormalities, such as skin cancer, as
well as characterizing human tissues.9 Nevertheless, the
interaction of biological materials with THz radiation is
not completely understood: the THz response of biological
samples is considerably affected by specific radiation proper-
ties and the experimental configuration as well as sample
preparation and measurement procedures. The development
of an imaging technique that could identify the unique THz
response (THz transmission fingerprint) of a biosample
could lead to the generation of a database with unique
spectral signatures of biological samples, thus contributing
to the systematic use of THz technology for medical
diagnostics.
Much progress has been made in both the emitting and
detection modules for THz systems. Regarding THz detec-
tion, numerous methods and detection devices, such as hot
electron bolometers, Schottky diodes, thermal detectors fea-
turing metamaterials, etc.,10,11 have already been explored
and are in use.
Interest in the THz spectral range for imaging applications
prompted the fabrication of detectors sensitive in the
100 GHz to 10 THz frequency band. Room temperature
detection has also been achieved using bi-material MEMS
detector arrays,12 antenna-coupled photodetectors,13 nano-
wire and graphene nanodetectors (which is also the latest
development for room temperature THz detectors),14 or
microbolometers.15–17 Originally developed for infrared
wavelengths, the microbolometer detectors were used for im-
aging in the THz spectral range using illumination from a
quantum cascade laser.16,17 In order to enhance the sensitivity
of microbolometer detectors at THz frequencies, it is impor-
tant to embed strong THz-absorbing layers into microfabri-
cated detectors. It has been shown that thin metal films
deposited on dielectrics provide good THz absorption due
to resistive losses in the film.17–19 Moreover, for normal inci-
dence, it has been shown that a free-standing metallic layer
can absorb up to 50% of the incident radiation.20
In our previous work, we have proposed development of a
novel two-dimensional THz imaging system for investiga-
tion of brain tissue samples both at the macroscopic and
at the biomolecular level.1 In this paper, we propose new
components for the effective detection of THz radiation of
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interest; to this end, the design and performance of an effec-
tive absorber of radiation that passes through a biosample is
presented, with potential application as a component of the
detection module of the proposed system.
2 Materials and Methods
2.1 THz Absorber Setup
As a continuation of previous work,18,19 the absorber used in
our model was designed as a thin metallic layer located on a
glass substrate (SiO2). Through the usage of such a metal-
glass configuration, the transmission of a metal film is the
same, regardless of the direction in which it is measured
(either the metal or the glass side). This is not the case
for reflectance, and if measured at the glass side, reflectance
is slightly lower than when measured at the metal side. Since
T þ Aþ R ¼ 1, the reduction in reflectance at the glass side
means that the absorption from that side must always be
higher.21 As a result, by configuring the detector in a way
that the incident wave meets the glass layer first and
increases its absorption capabilities, it could satisfy some
of the requirements (i.e., active element of a microbolometer)
of the conventional detection scheme that could be used to
measure the THz transmission of the biosample of interest, as
illustrated in Fig. 1(a). Under specific spectral characteristics
of the source and using the thin metal film with an appro-
priate thickness and conductivity, one can obtain zero reflec-
tivity and high THz absorption. The absence of bounce-back
radiation from our absorber, used as a part of the detector in a
configuration illustrated in Fig. 1(a), implies that the trans-
mission properties (THz transmission fingerprint) of the
specimen can be efficiently obtained by our double-layered
(metal and glass) absorber. Such properties can be key in dis-
tinguishing between healthy and diseased biotissue samples
as explicitly described in Ref. 22. A measurement of the cor-
responding resistive heating of the metal layer could quantify
that absorption. In addition, measurement could be per-
formed through a microbolometer by allowing the described
double-layered absorber to be its respective absorbing
element. The THz characteristics of the absorber were mod-
eled using the analytical approach described in Ref. 23 as
well as by finite element modeling using COMSOL
Multiphysics software.
2.2 Analytical Approach
Absorption of electromagnetic radiation in a thin metal film
located on a glass medium (SiO2) can be calculated by deter-
mining transmission and reflection and taking into account
multiple reflections in each interface of the double-layered
absorber as explicitly described in Refs. 23 and 24 and illus-
trated in Fig. 1(b). The absorption is then estimated by sub-
tracting transmission and reflection from the unity.
While the index of refraction of the SiO2 that was used for
our analysis was 1.46, the frequency-dependent index of
refraction of the metal thin film can be described by
Eq. (1).24 The complex nature of the index of refraction
reflects the absorptive nature of the metal layer. The absorp-
tion of the incoming radiation will depend on the conduc-
tivity (σ) of the metal.






where f is the frequency of incident radiation and σ is the
film conductivity.
Moreover, the reflection and transmission coefficients can









Fig. 1 (a) General detection scheme of the specimen’s transmission measurement and (b) three-layer
structure used in calculation of transmission and reflection (from Ref. 23). Medium 1 is air, medium 2 is
SiO2, and medium 3 is a thin metal layer. (c) Schematics of the specific simulated area of the modeled
double-layered absorber through COMSOL finite elements software.
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where ri and ti are the total coefficients of reflection and
transmission, respectively, from the i’th layer and above,
rk;m and tk;m are the Fresnel coefficients of reflection and
transmission, respectively, and φi is the phase change





nidi cos θi; (4)
where λ is the free space wavelength, ni is the index of refrac-
tion of layer i, di is the thickness of layer i, and θi is the
associated term of the Snell’s law.
If total reflection of the double-layered absorber [fraction
of the incoming power reflected from layers 2 and 3 from
Fig. 1(b)] is rr and the transmission [fraction of the incom-
ing power transmitted from layers 2 and 3 from Fig. 1(b)] is
ðcos θout∕ cos θinÞtt, where θin and θout are the angles of
incidence and transmission, respectively, then by subtracting
the reflection and transmission coefficients from the unity,
absorption in the absorber can be obtained as
A ¼ 1 − rr  − cos θout
cos θin
tt  : (5)
2.3 Finite Element Modeling
The THz characteristics of the double-layered absorber were
also simulated using COMSOL Multiphysics finite element
modeling software.25 The main advantage of COMSOL is
that it provides a convenient way to determine absorption
in individual layers of the absorber structure. This is useful
when several layers, in addition to the substrate, absorb the
incident radiation. The analytical approach described above
also provides a way to compare the validity of the simulation.
Before modeling using COMSOL, it is important to set
appropriate physics and boundary conditions in addition
to the physical dimensions of the layer structure in the
absorber.
Designing the model illustrated in Fig. 1(c) and following
the solving path as explicitly described in Ref. 26, the THz
absorption can be directly estimated by integrating the resis-
tive heating power in the subdomain that corresponds to the
metal layer of the double-layered absorber.
3 Results
The results presented in this section are twofold: initially, the
simulation tools are validated by comparing theoretical and
experimental results; subsequently, the simulation tools are
used to optimize film parameters. In the first part, the mea-
surements lie in the 6- to 10-THz frequency region, chosen
due to available experimental measurement capabilities and
suitability of the region for THz biomedical applications,27
while in the latter, simulation results are also presented in the
6- to 10-THz frequency band along with the frequency tun-
ing capability.
3.1 Validation Process Through Experimental Data
As mentioned in Sec. 2.1, under specific spectral character-
istics of the source and using thin metal film and glass layers
of the double-layered absorber with appropriate thickness
and conductivity, one can obtain zero reflectivity. In order
to initiate a fine-tuning process involving the parameteriza-
tion of the quantities of interest (i.e., thickness, conductivity,
and frequency of the incident THz radiation), we compared
the reflectance results obtained through COMSOL model
with experimental measurements.
The characterization of reflectivity of the fabricated dou-
ble-layered absorber was performed in the 6- to 10-THz
spectral band using a Fourier transform infrared spectrometer
(FTIR Nexus 8700) fitted with a globar source, Si beam-
splitter, and a pyroelectric detector as explicitly described
in Ref. 12. The double-layered absorber consisted of a
32-nm-thick aluminum (Al) film with a conductivity of
3.85 × 106 (S/m) and a glass substrate (SiO2) of 1 mm thick-
ness and refractive index of 1.46. The blue line in Fig. 2
shows the modeled reflection for the double-layered
absorber as a function of frequency and the red line
shows the experimental reflection, indicating a good agree-
ment between the two. The lack of interference fringes in the
experimental data is probably due to some loss mechanism in
the substrate, which we were unable to account for. Based on
this comparison, it can be stated that it is safe to use the
developed model for the desired fine-tuning process regard-
ing our following analysis.
3.2 Fine-Tuning Process
Focusing on defining a margin of the metal’s sheet resistance
in the double-layered absorber with maximum absorption
and minimum reflection, a fine-tuning process can be con-
ducted. The conductivities for various thicknesses of thin Cr
films were taken from Ref. 19. Working on a theoretical basis
for the fine-tuning process (which will later be verified
through the model) and focusing at the frequency of
6 THz, the parameters kept fixed were the Cr thickness of
30 nm [with a conductivity of 0.9 × 106 (S/m), Ref. 19]
and the refractive index of the glass medium of 1.46.
Through the first step of that process, it was found that
for the same metal conductivity [0.9 × 106 (S/m)], the mini-
mum reflection achievable as a function of the glass thick-
ness around 5 μm was 45% at 8.5 μm (i.e., instead of 60% at
5 μm). A synopsis of the above process is given in Table 1.
Moving on to the second (and final) step and preserving
the glass thickness at 8.5 μm, we reiterated the process, now
Fig. 2 Modeled versus experimental reflection of the double-layered
absorber as a function of frequency.
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varying the metal’s sheet resistance (Rs) from 1 to 1500
(Ω∕□). Such variation was conducted through respective
variation of the thickness of the thin metal Cr layer. The def-
inition of the sheet resistance states
Rs ¼
1
conductivity  thickness : (6)
By assuming a linear dependence of the conductivity on
thickness (i.e., σ ¼ Atþ B, where A and B are constants de-
pendent on the type of the metal and can be defined through
the linear fitting process) and using the reported data for the
measured conductivities from Ref. 19, the sheet resistance
was defined as a function of an inverse square of the
metal thickness. That sheet resistance was inserted into
the Rouard method described in Ref. 23. From Eq. (1),
the index of refraction of the metal of interest could now
be expressed as





where λ is the wavelength of the incident radiation. All cal-
culations were conducted for normal incidence. The result-
ing reflection, transmission, and absorption are displayed
in Fig. 3. Moreover, the calculated absorption was also
compared with the modeled one, indicating excellent agree-
ment between the two approaches.
It can be seen from the above figure that for a sheet re-
sistance of ∼300 (Ω∕□) (8 nm thickness for Cr), we get
nearly zero reflectance. Moreover, we also get 40% transmis-
sion and 60% absorption of the incident THz radiation.
Specifically, the sheet resistance margin where we get
<1% reflection and >50% absorption is from 240 to 370
(Ω∕□) with 60 and 50% absorption, respectively. A percent-
age exclusively representing the absorption from the thin
metal layer (after verification through COMSOL
Multiphysics finite element modeling software), which is
greater than the one demonstrated in our previous work
and which was up to 50%,18,19 has been shown to be the
maximum achievable for a free standing metal film.20
Moreover, as can be seen from Fig. 3, there is also a
sheet resistance value around 150 (Ω∕□), where higher
absorption is achievable (a little less than 70%) but with a
10% reflection. In order to counter balance the absorption
and the reflection capabilities of our double-layer absorber,
the following analysis will take place in the margin from 240
to 370 (Ω∕□]. In Sec. 4, we will show that the highest pos-
sible absorption will be always followed with almost zero
reflectance.
The predefined sheet resistance margin can be generalized
for any thin metal film. The conductivity of the thin Cr film
used could be expressed as σ ¼ Atþ B, where A and B are
constants that are dependent on the type of the metal. From
Ref. 19, the calculated A and B through linear fit processing
were found to be 2.192 × 1013 (S∕m2) and 2.423 × 105 (S/
m), respectively. Furthermore, we reiterated the process for a
thin Ni film. Again from Ref. 19, we calculated the arbitrary
constants A 0 and B 0 (σ ¼ A 0tþ B 0) for Ni, which came out
to be 5.053 × 1013 (S∕m2) and 3.074 × 106 (S/m), respec-
tively. Ultimately, it was shown that at the fixed frequency
of 6 THz and a fixed glass thickness of 8.5 μm, the sheet
resistance where we get nearly zero reflectance was identical
for both Cr and Ni metal films of the double-layered absorber
(Fig. 3). This sheet resistance [300 (Ω∕□)] corresponds to
the 1 nm Ni film. As a result, the region of 240 to 370 (Ω∕□)
should be achievable with any thin metal film. However,
each material will achieve those values at different thick-
nesses. A synopsis of the above process is given in Table 2.
In summary, a glass layer (SiO2) of thickness 8.5 μm and
refractive index of 1.46 adjusted to any thin metal film with a
sheet resistance from 240 to 370 (Ω∕□) resulted in a double-
layered absorber, which is capable of absorbing 60 and 50%









1 to 10 μm
Minimum possible
reflection (45%) for
SiO2 thickness ¼ 8.5 μm
Cr conductivity





Fig. 3 Calculated reflection and transmission coefficients, model and
calculated absorption of the double-layered absorber as a function of
sheet resistance at 6 THz.
Table 2 Numerical synopsis of the final step of the fine-tuning
process.





1 to 1500 (Ω∕□]
Maximum possible
absorption (60%) with
almost 0% reflection for
any metal with a sheet
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of the incident radiation of 6 THz, respectively. These per-
centages surpass the 50% limitation discussed earlier.
The model indicates that the use of four successive sets of
the double-layered absorber would result in an ∼100%
absorption. Specifically, a metal sheet resistance of 240
(Ω∕□) would provide reflection and transmission of ∼1%
each, respectively, and 98% absorption (as shown in
Fig. 4). The finite element model could also determine
the distribution of absorbed power in individual layers.
3.3 Frequency Dependence and Frequency Tuning
Due to our interest in examining the absorption characteris-
tics of the double-layered absorber as a function of fre-
quency, we calculated the reflection as a function of
frequency covering the whole THz spectrum (from 0.1 to
10 THz). We kept the parameters of the glass medium
(SiO2) fixed and we picked the sheet resistance for the
metal film of 240 (Ω∕□). This value, as indicated in
Fig. 3, provides the highest absorption (60%) and <1%
reflection. As illustrated in Fig. 5, those absorption and
reflection values stay at those values only close to 6 THz.
As we plan to experimentally study biomolecule vibra-
tional and rotational spectra in the THz frequency band
from 6 to 10 THz, the analysis of reflection, transmission,
and absorption of the developed double-layered absorber
was performed in that region and the results are illustrated
in the inset of Fig. 5.
As seen, there is an optimum region near the central fre-
quency of 6 THz (from 6 to ∼7 THz) that gives the same
result (i.e., <1% reflection and ∼60% absorption). Further
analysis could be focused on the effort to define a parameter
that would allow tuning of the optimal frequency region in
order to cover all the spectrum of interest from 6 to 10 THz.
Such a parameter could be the glass layer thickness.
Modeling different glass thicknesses, it was found that a
3 μm decrease of that thickness would cause an ∼3 THz shift
of the optimum frequency region to the right (higher frequen-
cies). In order to analyze the overall shift from the glass layer
thickness decrease, the thickness was iterated in four
0.75-μm steps. The results for all steps, including the reflec-
tion of the default double-layered absorber with the glass
layer of 8.5 μm, are illustrated in Fig. 6 (only the reflection
coefficient is shown).
As it can be seen from Fig. 6, there are optimum fre-
quency regions (regions from 1 to 5 with high absorption
and low reflection) in the spectrum of interest (from 6 to
10 THz). These regions exhibit a reflection of 1% and an
absorption of 60% (not shown in Fig. 6). Any of the five
optimum frequency regions could be selected by simply
choosing the corresponding discrete glass thickness of the
double-layered absorber (from 8.5 to 5.5 μm).
4 Material Inspection
Until now, all the fine-tuning involved variations of the thick-
ness of the glass and metal layer at a fixed frequency.
Afterward, those results were examined for a frequency
region of interest. Further inspection of the glass layer
would be of great interest. There are numerous values
reported for the indices of refraction of different types of
glass in the THz regime.28 A similar analysis for each refrac-
tive index took place in order to define the sheet resistances
that provide almost zero reflection with the highest absorp-
tion. The results are given in Table 3.
As can be seen from Table 3, by adjusting the metal’s
sheet resistance and glass thickness at a higher refractive
index of glass, a higher absorption can be obtained.
Assuming that the index of refraction 2.52 of BK 7 is the
highest possible for a glass material in the THz regime,
the values of thickness and sheet resistance are the smallest
Fig. 4 Absorption of the single-set versus four-set double-layered
absorber at 6 THz as a function of sheet resistance.
Fig. 5 Calculated reflection of the double-layered absorber as a func-
tion of frequency and the calculated reflection, transmission, and
absorption of the double-layered absorber as a function of frequency
of interest from 6 to 10 THz (inset).
Fig. 6 Calculated shift of the reflection coefficient of the double-lay-
ered absorber as a function of the frequency of interest.
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while achieving the highest absorption. Similar to the results
in Fig. 4, the use of a four set (instead of two in the case of
glass) of the developed double-layer absorber could lead to
an ∼100% absorption. As with glass, the frequency tuning
capability is preserved for BK 7, as illustrated in Fig. 7.
5 Integration to a Microbolometer
To date, there exist a variety of materials that are used for the
detector element in microbolometers. The pixel’s sensitive
region is a thin membrane jointly composed of an absorbing
layer and a high temperature coefficient of resistance (TCR)
layer (i.e., VOx).29 For every material that is used, it is desir-
able to conform to standards, such as the ability for integra-
tion with CMOS in relatively low temperatures and low 1∕f
noise.30 The noise equivalent temperature difference of state-
of-the-art uncooled bolometers is typically limited by the
1∕f noise from the bolometer’s temperature sensing
material.31,32 In addition, these two standards are fully satis-
fied by using thin metal layers as the active pixel element. On
the other hand, the low TCR of metals constrains the wide
usage of such films.
Two of the most critical metrics for any thermal detection
system is its voltage responsivity and the root mean square
of its sensitivity. Assuming that the pixel temperature
sinusoidally increases and decreases with the same fre-
quency at which the input power is modulated, the above














where ib is the bias current, a is the temperature coefficient
of resistance, R is the initial microbolometer’s resistance, η is
the fraction of incident radiation that is actually absorbed by
the pixel’s sensitive layer, G is the thermal conductance of
the pixel, ω is the modulating frequency, Po is the incident
power, and τ is the time constant of the detector.
From the above equations, the significance of G, η, and a
is obvious. More specifically, the choice of a metal (i.e., tita-
nium) of low thermal conductivity increases both the respon-
sivity and sensitivity of the thermal detector. In addition, η
plays a dominant role in overall sensitivity and responsivity
performance of the detector. In previous work, it has been
shown that thin metal films deposited on dielectrics provide
good THz absorption due to resistive losses in the film.17 As
a result, 50% of THz absorption is achievable.18 This is the
highest absorption achievable for a thin metal film of any
thickness and conductivity.19,20
Focusing now on the double-layered absorber (thin metal
layer—glass with an index of refraction of 2.52), it can be
seen that a THz absorption up to 86% is feasible. Moreover,
contributing to the simplicity of the fabrication process, the
relative fabrication of an optical resonant cavity for increased
absorption33,34 does not seem appealing, given that the
increase in absorption due to the fine-tuning process will
be much greater than the increase due to the cavity.
In conclusion, considering the importance of the two
requirements (CMOS integration and low 1∕f noise) for
microbolometer design, the optimal performance of the dou-
ble-layered absorber (<1% reflectance and 86% absorption)
and the capability of frequency tuning from 6 to 10 THz, the
proposed double-layered absorber could be considered as an
important candidate for a microbolometer pixel’s active
element.
6 Discussion and Conclusion
In this paper, recent THz detection results were presented for
a double-layered absorber of a thin metallic layer located on
a glass medium. The THz absorption characteristics were
calculated and modeled. Excellent agreement between
theory and simulation shows that modeling can be used
for optimizing the parameters to achieve maximum absorp-
tion and minimum reflection of such detection structures in
THz range. We propose a low-cost, double-layered absorber,
optimized through the appropriate parameterization, cover-
ing the THz domain (from 6 to 10 THz) for biomedical appli-
cations (THz transmission fingerprint evaluation). If
implemented as an effective absorbing element of a micro-
bolometer, it could accurately measure the transmission of
the biosample under examination. This method allows pre-
serving the benefits of using thin metal layers as bolometric
active pixel elements and simultaneously, through an
Table 3 The highest achievable absorption (with almost zero reflec-
tion) for specific values of metal sheet resistance and glass thickness


















1.96 6.2 105 78
Pyrex 2.11 5.9 85 81
BK 7 2.52 4.9 55 86
Fig. 7 Calculated shift of the absorption of the double-layered
absorber as a function of frequency of interest for multiple BK 7
thicknesses.
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optimization process, significantly increased absorption (to
>50%), a percentage that cannot be exceeded by a single
thin metal layer.18–20
Future research optimizing the microbolometer perfor-
mance could be focused on the optimization of the TCR
for the double-layered absorber. Given the fact that for
every metal glass film combination there will be a sheet re-
sistance that gets nearly zero reflectance and the highest pos-
sible absorption, a domain could be defined to optimize the
TCR (i.e., the highest possible). Such techniques have
already been conducted.35 As a result, through that multiop-
timization process, the microbolometer detector efficiency
could be further improved.
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